[Testing of sound probes for suitability of tissue diagnosis with the help of tissue model (author's transl)].
Echographic tissue diagnosis requires the use of standardized equipment (Echo-Ophthalmograph 7200 MA, Kretztechnik) at a defined system sensitivity, known as tissue sensitivity, with the help of tissue model. Various sound probes were tested; only 8 MHz sound probes (NM 8/5 K) are suitable for tissue differentiation.